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510(k) Summary 0106&
Section 21 CFR 807.92

Submitter: KLS Martin, L.P.
11201 Saint Johns Industrial Pkwy S JAN 1 7 2013
Jacksonville, FL 32246

Contact Person: Jennifer Damato
Director of Quality Mgt and Regulatory Affairs
Phone: 800-625-1557
Fax: 904-641-7378

Date Prepared: December 31, 2012

Trade Name: Resorb-X G

Common Name: Resorbable Fixation System

Classification: Preformed alterable cranioplasty plate
Class 11, 21 CER 882.5320, Product Code UWO

Cranioplasty plate fastener
Class 11, 21 CFR 882.5360, Product Code HBW

Predicate Devices: OSTEOTRANSTM-MX (K073006)
Resorb-X G (K(112064)
Synthes Rapid Resorbable Fixation System (K(062789)
LactoSorb Trauma Plating System (K(992355)
Sonic Weld RX (Resorb-X) (K(080862)

Device Description:
The Resorb-X G product line consists of plates, meshes'and pins manufactured in a variety
of sizes and configurations to provide fixation and aid in the alignment and stabilization of
fractures in reconstructiveprocedures. Resorb-X G is implanted using ultrasonic force
generated by an ultrasonic unit that causes a phase transition in the pin, allowing the pin to
adapt to the previously drilled pilot hole in the surgical site and utilize the micro undercuts
of the bone for retention.

The plate, mesh and pin sizes and configurations are identical to components previously
cleared in K080862, SonicWeld RX (Resorb-X). The PLLA/PGA material is identical to
that cleared in KI 12064, Resorb-X G. This premarket notification is being submitted to
expand the indications for use for Resorb-X G to include cranial use in pediatric and adult
populations and includes additional sizes and configurations in the PLLA/PGA material for
cranial use.
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Similarities to Predicates
Resorb-X G has the same intended use and fundamental technology as the predicate
devices. Resorb-X 0 is identical in design to the components included in K080862 and
identical in material to the Resorb-X G components cleared in KI 112064 and to the Synthes
Rapid Resorbable Fixation System.

Differences to Predicates
Resorb-X G utilizes the previously cleared Sonic Welder RX (K080862) for pin fixation.
The OSTEOTRANS-MX System, Synthes Rapid Resorbable Fixation System, and
LactoSorb Trauma Plating System utilize screw-type fixation.

Performance Testing:
Chemical analysis to ISO 10993-18 and cytotoxicity tests to IS0 10993-5 showed
conformance to the standards tested. Mechanical degradation comparison testing between
Resorb-X G and Resorb X (K080862) was performed on gamma-sterilized material over a
period of 22 weeks. Results show higher tensile strength for Resorb-X G for the first 12
weeks, during which time bone consolidation would occur. A higher tensile strength for
Resorb-X was observed in the following weeks, as the resorption rate for PDLLA is lower
than that for PLLA-PGA. The results for Resorb-X G show 97% strength retention after 4
weeks, 80% after 8 weeks, and 15% strength retention at the conclusion of the test. Higher
viscosity for Resorb-X G was also observed during the first I11 weeks while higher
viscosity for Resorb-X was observed for the last I I weeks. The profile for both polymers
remained relatively constant for the duration of the test.

Conclusion:
Performance testing results and similarities in technological characteristics demonstrate
that Resorb-X U is substantially equivalent to the predicate devices and does not raise new
issues of safety or effectiveness.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

January 17, 2013 Food and Drug Administration
10903 New Hampshire Avenue
Document Control Center - W066-0609
Silver Spring, MD 20993-0002

KLS Martin L.P.
co Ms. Jennifer Damato
Director of Quality Management & Regulatory Affairs
11201 Saint Johns Industrial Pkway S
Jacksonville, FL 32246

Re: K 121606
Trade/Device Name: Resorb-X G
Regulation Number: 21 CFR 882.5320
Regulation Name: Preformed alterable cranioplasty plate
Regulatory Class: Class 11
Product Code: GWO, HBW
Dated: December 26, 2012
Received: January 4, 2013

Dear Ms. Damato:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device

referenced above and have determined the device is substantially equivalent (for the indications

for use stated in the enclosure) to legally marketed predicate devices marketed in interstate

commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to

devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,

and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMIA).

You may, therefore, market the device, subject to the general controls provisions of the Act. The

general controls provisions of the Act include requirements for annual registration, listing of

devices, good manufacturing practice, labeling, and prohibitions against misbranding and

adulteration. Please note: CDRH does not evaluate information related to contract liability

warranties. We remind you; however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMIAO,

it may be subject to additional controls. Existing major regulations affecting your device can be

found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may

publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean

that FDA has made a determination that your device complies with other requirements of the Act

or any Federal statutes and regulations administered by other Federal agencies. You must

comply with all the Act's requirements, including, but not limited to: registration and listing (21

CER Part 807); labeling (21 CFR Part 80 1); medical device reporting (reporting of medical



Page 2 - Ms. Jennifer Damato

device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set

forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic

product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 80 1), please

go to tti/www fajo/buFACnesflDH/DHfile/c I5809.htrn for

the Center for Devices and Radiological Health's (CDR-H's) Office of Compliance. Also, please

note the regulation entitled, "Misbranding by reference to premarket notification" (21ICFR Part

807.97). For questions regarding the reporting of adverse events under the MDR regulation (21

CFR Part 803), please go to
httip://www.fda.2zov/MedicalDevices/Safetv/ReplortaProblem/default.htm for the CDRI-'s Office

of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the

Division of Small Manufacturers, International and Consumer Assistance at its toll-free number

(800) 638-2041 or (301) 796-7100 or at its Internet address

http://www.fda.gov/MedicalDevices/ResourcesforYounIndustny/default.htm.

Sincerely yours,

Joyce MfylK.Whang
for Victor Krauthamer, Ph.D.

Acting Division Director
Division of Neurological and Physical

Medicine Devices
Office of Device Evaluation
Center for Devices and Radiological Health

Enclosure



Indications for Use

51 0(k) Number (if known): K121606

Device Name: Resorb-X G

Indications For Use:

Resorb-X G is intended for use in non-load bearing fracture repair and reconstructive
procedures in pediatric and adult populations. In addition, resorbable meshes, plates
and pins may be used in non-load bearing applications for maintaining the relative
position of, and/or containing, bony fragments, bone grafts (autograft or allograft), or
bone graft substitutes in cranial reconstruction.

Prescription Use I/___ AND/OR Over-The-Counter Use ___

(Part 21 CFR 801 Subpart 0) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

Joyce MA.Whang
(iiion Sign Off)

Division of Neurological and Physical Medicine
Devices (NMID)
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